AMENDMENT NO. 1 JANUARY1993 
TO 
IS 10538 : 1983 SPECIFICATION FOR KITCHEN KNIFE 
TERMINAL DEVICE FOR ARTIFICIAL LIMBS 


( Page 1, Fig. 1) — Substitute the length of thread as '15 to 20' for 'Max 20'. 
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